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Abstract 
Activated carbon (AC) can be used for blood purification (hemoperfusion) to treat a range of conditions by 
direct perfusion of blood through an adsorbent column. The clinical effects of hemoperfusion relate to the 
AC adsorptive capacity, and any inflammatory response generated by direct blood contact. The use of a 
biocompatible coating minimizes side-effects but at the same time significantly reduces AC adsorption 
capacity in particular towards substances with large molecular mass. We investigated the adsorption 
capacity for biological molecules in a wide range of molecular masses and biocompatibility of a dextran 
(Dx) coated mesoporous AC (HSGD) produced from a polymer precursor. The hemocompatibility of the Dx-
coated beads was investigated according to the ISO guidelines. Coating the HSGD with a Dx coating (5-30% 
weight of AC) decreased the specific surface area and pore volume of the materials and reduced 
adsorption capacity for methylene blue, vitamin B12, bilirubin and albumin, while minimizing fines 
production. Even the partially coated materials did not activate the inflammatory response and thus could 
be considered hemocompatible, with the Dx coating reducing fibrinogen adsorption and complement 
generation, suggesting the material warrants continued development for hemoperfusion applications. 
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